Objectives: Suture anchors are commonly utilized during arthroscopic rotator cuff repair (RCR). Recently, allsuture suture-anchor (ASSA) constructs have been introduced for RCR; however, the biomechanical properties of these implants are poorly understood. The purpose of this study was to compare the biomechanical properties of ASSA to conventional suture anchor (CSA) fixation during RCR. Methods: Fourteen fresh-frozen matched pair human cadaveric shoulders (average age 52 ± 13 years) with no documented prior rotator cuff tears or shoulder surgery were dissected. The supraspinatous tendon was isolated and detached from its footprint, and then was repaired in an anatomical position. Specimens were randomized into two repair constructs: Q-FIX double-loaded ASSA (N=7) and TWINFIX double-loaded conventional suture anchor (CSA) (N=7) (Smith & Nephew, Andover, MA). Each construct was cyclically loaded from 10 to 160N for 100 cycles at 100N/s, and then pulled to failure at 1mm/s starting from the zero position. Load, crosshead displacement, failure mode, and time were recorded. Correlations between BMD, tendon gage length, maximum load, and stiffness were assessed. The groups were statistically analyzed with independent samples t-test, Fisher's exact test, and a linear regression analysis, with p<0.05 considered significant.
